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Abstract—A new technique for power spectrum analysis is in-
troduced, theoretically evaluated, and experimentally verified with
a prototype. This technique is based on the estimate of the auto-
correlation function for different delays. The proposed sampling
strategy is random in the time domain and equally spaced, syn-
chronous with the signal, in the delay domain. It is shown that the
estimate of the power spectral components is asymptotically unbi-
ased, and the experimental results are also given.
Index Terms—Hardware implementation, performance eval-
uation, power spectrum instrument, random sampling strategy,
wide-band spectrum analysis.
I. INTRODUCTION
APOWER spectrum analyzer whose bandwidth is not lim-ited by the mean sampling time, which depends on the
conversion time of the ADC and the aperture time of the S/H,
was previously introduced by the authors [1]. The procedure was
based on the estimation of the spectral components of the auto-
correlation function of the input signal through the simultaneous
random sampling of the given input signal and its randomly “de-
layed copy.” The samples were therefore randomly taken in a
double-dimension space, time, and delay. By using a random
process in the time domain with a recursive technique previ-
ously introduced by the authors in order to avoid any bandwidth
limitation due to the sampling strategy [2], it was shown that the
estimate of the power spectral components is asymptotically un-
biased. Now, a similar new technique for power spectrum anal-
ysis is introduced in which the samples are taken randomly in
the time domain and equally spaced in the delay domain, syn-
chronous with the period of the input signal. This means that the
sampling delay with respect to each random sampling instant,
which is used for the estimation of the autocorrelation function
of the input signal, is uniformly distributed in an interval equal
to the period of the input signal. Because this sampling strategy
also is random in the time domain, any bandwidth limitation due
to the conversion time of the ADC is avoided. In this paper, the
theoretical findings and the experimental results on a prototype
based on the proposed sampling technique are given.
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II. MEASUREMENT PROCEDURE
Let us consider the Fourier series of a finite spectrum periodic
alternated signal with period
(1)
where is an integer and the spectral coefficients
can be derived from
(2)
When the signal is real, i.e., , it follows that
. The autocorrelation function of the real signal is
given by [1]
(3)
and it still contains all the information concerning the signal
power spectrum components, i.e., . The frequency alloca-
tion of each spectral component of and is the same;
besides the phase angle of each spectral component of dis-
appears in the evaluation of , which therefore results in a
real, even function of the delay . Because the autocorrelation
function is also a discrete spectrum signal with period , we
can write [2]
(4)
For the digital implementation of the autocorrelation func-
tion, the signal is sampled in correspondence to a sequence
of successive couples of delayed instants, and the autocorre-
lation function is estimated with a moving average filter
(5)
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Fig. 1. Sequence of random sampling instants.
where
-multiple integer that marks the generic estimated
autocorrelation function,
generic value of the sequence, and
sampling instant.
By using the random sampling strategy described by this addi-
tive model, which defines a recursive random process
(6)
where is a constant and a random variable uniformly
distributed in the interval (0, ), it can be shown that the
estimate of the autocorrelation function is characterized, inde-
pendently from the shift value , by a bandwidth that is not influ-
enced by the minimum sampling time and limited uniquely
by the bandwidth of the S/H circuit adopted [3]. Now, a Dis-
crete Fourier Transform of equally-spaced samples of in
the -space, i.e., with an integer, directly leads
to the required harmonics of the corresponding power
spectrum of the signal . By assuming a synchronous sam-
pling strategy, i.e., with (in order to
avoid aliasing), and marking with the label a generic output
, i.e., the estimate of the th spectral compo-
nent of the power spectrum, obtained with a sequence of
couples of sampling instants, we deduce from (4) and (5) that
the result is
(7)
Therefore, for each of the delays, a sequence of random
couples of sampling instants is introduced.
III. CRITERION FOR PERFORMANCE ANALYSIS
By substituting (1) into (7) we can write
(8)
Fig. 2. Block diagram of the instrument.
The global contribution in (8) of the terms with
coincides with the estimated parameter given by (4). In
fact, for we obtain
(9)
On the other hand, we have
for
elsewhere
(10)
due to the well known property of geometric progressions
for
elsewhere.
(11)
As a consequence of (10), the sum with respect to in (9) has
only two terms, when . Therefore, we verify that
(12)
and (8) can be expressed as follows
(13)
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where
(14)
The initial one of the couples of sampling instants used
to generate the first value of the output sequence labeled with
is given by
(15)
where is the unknown shift between the initial sampling
instant and the time origin of . Any actual value of
can be assumed as a representation of a continuous random
variable uniformly distributed in some generic time interval
( being unknown) [4]. Beginning at the first
instant and applying (9) recursively, we obtain
(16)
The random variables are mutually independent and do
not depend on . By substituting (16) into (14), after simple
manipulations, we can write
(17)
which is the random error introduced by the estimate. An appro-
priate characterization of the output uncertainty can be obtained
by evaluating the statistical parameters of the output ,
i.e., the mean value and the mean squared error
. In order to avoid the influence of the
conventional time origin on the instrument performance, the ex-
cursion of the initial shift , i.e., , must be sufficiently large
and theoretically must tend to infinity. Therefore, we have the
asymptotic mean
(18)
In the following, only the errors arising from the sampling
strategy and the filtering procedures are considered since this
paper aims to deduce the specific properties of the proposed
sampling strategy and to compare it with the other one. It can
be shown (see the Appendix) that the output of the instrument
is asymptotically unbiased, i.e.,
(19)
IV. HARDWARE IMPLEMENTATION
The measurement procedure previously described requires
the acquisition of two pulse sequences of the signal, based on the
random strategy of (6) and delayed by the quantity .
An example of the random pulse sequence is described in Fig. 1.
From this figure, we deduce that, as provided from (6), the min-
imum time interval between two successive sampling instants is
equal to . The minimum value of is equal to the time re-
quired by the acquisition system to complete a conversion cycle
and to be available for a new sampling command.
Fig. 2 shows the block diagram of the realized instrument.
The two generators are synchronized so that channel A sam-
ples the input signal in the instant and the channel B
in the instant . The instrument was implemented
in a single board with an ISA (Industry Standard Architecture)
compatible bus connector.
In order to reduce the instrument complexity, ADCs having a
serial output were used. In fact, by using an ADC with parallel
output, we must put a 16-bit wide internal bus on the realized
board in order to connect each ADC to the control logic and then
to the ISA bus. Instead, a serial ADC allows a reduction of the
board complexity: each ADC is directly connected to the control
logic section by means of a serial link. The conversion of data
representation (from serial to parallel, 16-bits wide) was made
inside the control logic, and successive data are transferred to
the ISA bus. The conversion from serial to parallel is quite com-
plex, but it is all implemented inside a single field programmable
gate array (FPGA) chip for both of the ADCs, so that the 16-bit
wide bus is extended only from the FPGA to the ISA connector.
Inside this last device was also implemented the control logic
used to generate all the auxiliary signals required for the correct
operation of the board.
The identical sampling time generators generate completely
programmable sampling signals, i.e., it is possible to define the
time interval between each rising edge of the delayed pulses
with a theoretical resolution of about 50 ps. This value practi-
cally rises to 200 ps due to the noise time jitter. In addition, the
time interval between the successive sampling pulses of each
sequence can be varied between 2 s and 1 ms. Due to the total
programmability of this time interval generator, it is possible
to generate a lot of different sampling strategies (for instance,
random recursive or not, synchronous or not, etc.). The small
resolution of this generator is a very important parameter, be-
cause this quantity, together with the bandwidth of the S/H de-
vices, will bound the maximum frequency of this power spec-
trum analyzer.
The sampling time generator can be logically split into two
parts: a counter and a variable phase sinusoidal signal generator,
driven by the same clock generator of frequency and con-
nected as shown in Fig. 3. An external processor sends through
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Fig. 3. Block diagram of the sampling time generator.
the data bus a numerical quantity that defines the time interval
to be generated. This quantity is split (with a proper software
subroutine through the control logic block) into two numbers:
the first applied to the counter, and the second one applied to
the variable phase generator. The counter starts from the pro-
grammed state and makes a countdown until it reaches zero. The
logical transition when the counter recycles to zero is applied to
an AND gate. The numerical data applied to the phase gener-
ator (based on the digital direct synthesis) defines the phase of
a sinusoidal signal (of frequency ) and constant amplitude,
which is applied to the input of a comparator, referred to the zero
level. The comparator output is applied to the other input of the
AND gate. Therefore, the time interval depends on two quanti-
ties: the first is the time necessary for the down counter to reach
the zero level and the second one is the time from this instant to
the one when the variable phase signal crosses zero level with
a rising edge. In this way, the counter defines the largest part
of the time interval amplitude and the variable phase generator
allows increasing the resolution.
The sample-and-hold circuits are the SHC605 from
Burr–Brown. Their characteristics are as follows: full power
bandwidth 32 MHz, dynamic range of 77 dB at 5 MHz and
20 MS/s sampling rate, acquisition time 60 ns, slew rate 200
V/ s, and maximum droop rate 8 mV/ s. The analog-to-digital
converter is the ADS7809 also from Burr–Brown. It is a 16-bit
sampling ADC with a conversion time of 10 s, integral nonlin-
earity of 2 LSBs, no missing codes, and full power bandwidth
of 250 kHz. A sampling ADC was used to reduce effects of the
S/H droop rate. In fact, with a conversion time of 10 s, the
effect of S/H droop rate is about 80 mV, more than LSBs.
V. EXPERIMENTAL RESULTS
In order to show that with the proposed method the minimum
sampling interval does not limit the instrument bandwidth,
a relatively large value of s in (6) was chosen.
In a conventional digital instrument implementation, based on
an equally-spaced sampling strategy, the instrument bandwidth
would have been limited to kHz,
according to the sampling theorem. Instead, since the resolution
in the time delay generation can easily be much greater (200 ps
in our case), the corresponding bandwidth limitation becomes
MHz. Thus, in our case, the
instrument bandwidth is practically limited by the bandwidth of
the adopted S/Hs, which is equal to 32 MHz.
Table I shows the power spectrum components of a sinusoidal
signal at the frequency MHz, evaluated by estimating the
TABLE I
POWER SPECTRUM COMPONENTS OF A SINUSOIDAL SIGNAL AT f = 1 MHz
autocorrelation function of the signal with a sequence of
sampling instants, and by considering equally-
spaced delayed sequences, synchronous with the input signal.
The values of the input signal were measured with the spectrum
analyzer HP8590L and the multimeter HP3458A, used as refer-
ences in order to deduce the absolute error. The relative error in
the measurement of the sinusoidal signal is 1%, showing a good
approximation to the experimental result.
In Table II, the fundamental power spectrum of different si-
nusoidal signals between Hz, MHz and the
relative error are given. The selected values of and are also
reported. It is interesting to observe that the minimum sampling
time between two successive sampling instants of each sequence
is s, confirming that the mean sampling time does
not limit the bandwidth of the instrument. Besides, the band-
width limitation due to the S/Hs becomes relevant when
MHz.
Table III shows the first ten power spectrum components of a
square wave signal with MHz, , and .
It is interesting to observe that the odd harmonic components
of the signal are measured with a good approximation and that
the even harmonic components of the signal are negligible by
assuming a resolution of the order of some (mV) .
The experimental results were in good agreement with the
theoretical findings, showing that the estimate of the power
spectral components is asymptotically unbiased on the hypoth-
esis of a synchronized random sampling in the delay domain,
and that the bandwidth of the instrument is limited uniquely
either by the bandwidth of the S/H circuits or the resolution in
the delay domain. The bandwidth of the S/H circuits is much
less than the bandwidth limitation due to the sampling theorem
applied to the delay domain, where a synchronous equally
spaced sampling strategy is used; these values were selected
only for convenience because the main proposal of the paper
is to show that the sampling strategy in the time domain does
not limit the bandwidth of the instrument when a convenient
random sampling strategy is used. In this hypothesis, the
A/D conversion time does not influence the bandwidth of the
instrument.
1028 IEEE TRANSACTIONS ON INSTRUMENTATION AND MEASUREMENT, VOL. 50, NO. 4, AUGUST 2001
TABLE II
FUNDAMENTAL POWER SPECTRUM OF DIFFERENT SINUSOIDAL SIGNALS
TABLE III
FIRST TEN COMPONENTS OF A SQUARE WAVE SIGNAL WITH f = 0:5 MHz
VI. CONCLUSIONS
A new procedure for the evaluation of the power spectral
components of a periodic signal is proposed, and the exper-
imental results on a prototype are given. This procedure is
based on the estimate in the time domain of the autocorrelation
function by using a convenient random sampling strategy
(which does not introduce any bandwidth limitation), and
on the estimate of each spectral component of the signal by
using time delayed sequences, synchronous with the input
signal. The differential nature of the delay enables an accurate
delay control for a given hardware since any “common mode”
source of timing errors (i.e., phase noise in the clock oscillator
or any other “common-mode” noise/interference source) is
intrinsically compensated. Therefore, this method allows over-
coming the bandwidth limitation inherent to the time domain
equally-spaced spectral analysis. The bandwidth limitation,
imposed by the sampling theorem, is transferred from the time
domain to the delay domain, where the variability in the delay
can be finely controlled because it is influenced essentially by
the time-jitter. The experimental results with a prototype were
in very good agreement with the theoretical findings.
APPENDIX
For the evaluation of the statistical parameters of the esti-
mator of a generic squared spectral component
of the input signal , it is convenient to rewrite (17) as fol-
lows
(A1)
where is a congruent vector of the random variables and
we have assumed
(A2)
The random function is independent of .
From (13) the expected value of the estimate is
(A3)
On the other hand, from (A1) we deduce
(A4)
The continuous random variable , uniformly distributed in the
interval , has the following characteristic function
(A5)
PASINI et al.: IMPLEMENTATION AND PERFORMANCE EVALUATION OF A BROAD-BAND POWER SPECTRUM ANALYZER 1029
where is the uniform probability density. The lim-
iting value of (A5) for tending to infinity and
is
for
elsewhere.
(A6)
Since in the double sum of (A4) the quantity must be
always different than zero, it follows that
(A7)
and, consequently, the asymptotic mean of becomes
(A8)
The asymptotic bias is therefore null.
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